Overestimation of severity of mitral stenosis during cardiac catheterization due to a large left atrial thrombus.
We report a case of mitral stenosis with a large left atrial thrombus which was obstructing pulmonary venous inflow where the conventional use of the pulmonary capillary wedge pressure as an approximation of the left atrial pressure during diagnostic cardiac catheterisation led to the over-estimation of the severity of mitral stenosis.